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Identifier 1 Identifier 2 Analysis Comment Preparation Method 

235490 HW05 g(1782) P-37597 2C1 02/09/2012 hd_9v.met 

Additional Information 
lnfomation Gas Configuration 

Peak Center found at [1956] Gas H2 

Background: 3.98 mV,0.80 mV Magnet [Steps] 980 

Pressure Adjustment: Left: 8999.5 Right: 8990.1 ( Manual A Cups 1 

Ref. Name: d 2H/1 H 
I vs. I 

2.0 

HD-5b -263.980 I /SMOv1 
0 H3 Factor 2.382616 

Raw Data 
lnt.2 lnt.3 lnt.2 lnt.3 rR 3H2/2H2 R rd 3H2/2H2 [per d d 2H/1 H 
Sample Sample Standard Standard 3H2/2H2 mil] vs. HD-5b 3H2/2H2 [per mil] vs. 
[mV] [mV] [mV] [mV] [per mil] VS MOW 

vs. 
\IC•.,--..,., 

Pre 8981.281 2266.787 

1 8974.608 2556.567 8972.427 2263.789 0.2634837 0.000261 140.824 -160.331 -160.331 

2 8963.388 2553.681 8963.416 2262.042 0.2635450 0.000261 141.049 -160.165 -160.165 

3 8951.328 2550.102 8952.882 2259.433 0.2635578 0.000261 140.830 -160.326 -160.326 

4 8938.610 2546.278 8943.171 2256.890 0.2635655 0.000261 140.757 -160.380 -160.380 

5 8927.322 2542.684 8935.807 2254.421 0.2635501 0.000261 140.783 -160.361 -160.361 

6 8916.524 2539.252 8925.727 2251.608 0.2635358 0.000261 140.862 -160.302 -160.302 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 3H2/2H2 [per mil] vs. VSMC -160.311 0.076 0.031 0 

d 2H/1 H [per mil] vs. VSMOW -160.311 0.076 0.031 0.013076 0 
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